Introduction

Biodegradable magnesium
Biodegradable magnesium (Mg) implants have gathered much interest as an alternative to permanent medical implants, particularly in the fields of cardiovascular and orthopaedic surgery .
A central issue with magnesium alloys for biodegradable implants is to understand the corrosion behaviour of the magnesium alloys in sufficient detail to be able to confidently predict their behaviour in the body, i.e. in vivo. Initial studies by Witte et al. [1, 45, 46] and Staiger et al. [48] indicated that there was little relationship between corrosion behaviour in vitro and the behaviour in vivo. Zainal Abidin et al. [2] indicated that this was similar to the classic problem of determining long-term service behaviour from short-term laboratory tests.
It is only possible to predict long-term service behaviour if the corrosion mechanism in the short-term laboratory tests is the same as in the long-term service behaviour. It is necessary for the in vitro tests to be carried out in a solution that produces corrosion similar to that in vivo. Zainal Abidin et al. [2] showed that when short-term tests were selected based on this similarity principle, there was good correspondence between in vitro corrosion rates and in vivo corrosion rates. Zainal Abidin et al. [4] showed that Nor's solution was a good starting solution to predict in vivo corrosion behaviour. Nor's solution is Hanks' solution through which CO2 is bubbled at the appropriate partial pressure, so that the pH is maintained at the physiological pH value by the same buffer system as in blood (CO2 interacting with bicarbonate ions). Furthermore, Nor's solution has a concentration of the inorganic ions, particularly the corrosive chloride ions, similar to that of blood. Walker et al. [49] used a similar approach, and also showed a good relationship between in vitro tests and in vivo behaviour.
We have been exploring individually the components of Nor's solution to understand their contribution to the corrosion behaviour. The influence of the chloride ion concentration was studied by Taltavull et al. [50] using high-purity Mg (HP Mg), AZ91 and ZE41. The governing factors were (i) the surface layer formed and its protective properties, (ii) the micro-galvanic coupling between constituent phases in the Mg alloys, and (iii) the morphology of the corrosion.
The present research aims to explore (i) the influence of pH using the same alloys (HP Mg, AZ91 and ZE41), and (ii) the influence of flow.
HP Mg, AZ91 and ZE41 were used in this research, not because they are particular candidates for biomedical use, but because they are typical Mg alloys. HP Mg typically has the lowest corrosion rate for Mg alloys. Mg alloys typically consist of two or more phases and the second phases typically accelerate the corrosion of the Mg matrix by micro-galvanic coupling. AZ91 is the most popular Al-containing Mg casting alloy. ZE41 is a typical representative of a commercial Mg alloy containing rare earth elements. The biocompatibility of AZ91 and ZE41 is beyond the scope of this research, nevertheless, biocompatibility of Mg alloys has received much attention [51, 52] .
Influence of pH
The human body maintains the pH at a relatively constant value between 7.35 to 7.45 [53, 54] . However, some pH fluctuations in the body may be possible. During exercise, the metabolism of glucose causes the release of hydrogen ions [55] , which would tend to decrease the blood pH. This decrease is compensated by the repository buffer system. There has also been evidence that the pH of a bone fracture site be as low as 5.5 in the period immediately after implantation [56] .
The overall corrosion reaction for magnesium, including in a biomedical environment, is given by [1-5, 57]:
Eq.
(1) indicates that it is possible to evaluate the corrosion rate from the volume of hydrogen evolved. This is indeed a common method [2-5, 57]. Typically, the corroding specimen is located within an upturned filter funnel, which channels the evolving hydrogen into an upturned burette, as illustrated in Fig. 1 . This means that the corrosion conditions for such a corroding specimen are stagnant, and the corrosion behaviour might be somewhat different to a specimen just exposed to the solution such as the specimen in the left hand tank in Fig. 1 .
Several previous studies have considered the influence of pH on the biocorrosion of Mg alloys. However key issues in the experimental procedures warrant further consideration of this topic. Xin et al. [58] found that the pH increase associated with increased OH -concentration in simulated body fluid caused precipitation of magnesium phosphate and carbonate, stabilized magnesium hydroxide, and decreased the corrosion rate of AZ91. The decreased corrosion rate was attributed to the increased stability and thickness of the surface corrosion-product layers [58] . Ng et al. [57] found that the biocorrosion in Hanks' solution of pure Mg decreased with increasing pH. However, both of these studies relied on the hydrogen evolution method to measure corrosion rates, and recent studies have indicated that this method may not be as reliable as we would like in simulated body fluids [59] . Consequently, it is advisable to measure the corrosion of Mg alloys by multiple methods simultaneously [5].
Influence of flow
The influence of flow on the biocorrosion of Mg alloys has also been considered previously by Hiromoto et al. [35] , Wang et al. [39] , Zhen et al. [60] , and shown to increase the corrosion rate. However, these studies used free systems, without the influence of an apparatus for hydrogen collection. The use of hydrogen evolution to determine the corrosion rate of Mg alloys has been effective in NaCl solutions [61, 62] and can provide useful insights in synthetic body fluids regarding the time dependence of the corrosion rate, despite the known limitations of this technique in synthetic body fluids [59, 61] . This technique requires an apparatus above the Mg sample to capture the evolved hydrogen. This apparatus changes the fluid flow around the sample, and this influence has not been studied.
Recent relevant research
Understanding of the in vivo corrosion of Mg alloys should be enhanced by an expanded base knowledge in the field of magnesium corrosion. The following are relevant reviews [5, 59, 61, [63] [64] [65] , and recent works [4, 47, 50, [66] [67] [68] [69] [70] [71] [72] [73] [74] [75] [76] .
Research aims
The objectives of this study were:
1. To determine the influence of pH of a simulated body fluid on the corrosion rate of the three magnesium alloys: high-purity magnesium (HP Mg), AZ91 and ZE41.
2. To determine the influence of flow on the corrosion behaviour, by a comparison of specimens in a semi-stagnant condition and specimens freely suspended in a mild-flow condition. The tanks were filled with 10 L of Hanks' solution, made from Sigma-Aldrich Hanks' solution salt, distilled water and sodium hydroxide (reagent grade). Table 2 The Hanks' solution was buffered to the specified pH of the test with carbon dioxide, utilising the same bicarbonate buffer system as in the human body [77] . The pH was controlled using a pH controller to provide a controlled delivery of CO2. The solution pH was measured using a glass electrode pH probe in tank 1. This provided the input signal to the pH controller, which caused CO2 delivery when the pH increased above the set pH value. The released CO2 dissolved in the solution, forming carbonic acid, which dissociated to bicarbonate and H + ions, as summarised by Eq. (2), and thereby the pH was decreased. The amount of pH decrease was related to the amount of CO2 provided to the solution.
Materials and Methods
Experimental apparatus
H 2 O + CO 2 ↔ H 2 CO 3 ↔ H + + HCO 3 −(2)
Immersion test methodology
Two specimens of each alloy were suspended in tank 1 using fishing line. These specimens were designated as 1 and 2 (i.e. HP Mg-1, HP Mg-2 etc). Similarly, two specimens of each alloy were suspended by fishing line beneath the up-turned filter funnels in tank 2, approximately 5 mm from the tank base, to enable fluid circulation. These were designated as 3 and 4 (i.e. HP Mg-3, HP Mg-4, etc).
The specimens, and solution, were monitored at least daily. The hydrogen evolution volume was measured visually to a precision of 0.05 mL. The temperature and pH of the solution were monitored, recorded, and adjusted as required. The water level in the immersion testing apparatus, and the water bath, were also monitored and corrected daily, to counteract the effects of evaporation. The specimens were immersed for a period of 166 hour.
Corrosion products were removed upon completion of each experiment, by immersion of each specimen in chromic acid (20 %wt CrO3 + 2 %wt AgNO3) until there was no visible reaction. Each specimen was washed with ethanol, dried with hot air, and weighted. The corrosion rate from mass loss, Pm (mm y -1 ), was evaluated using [2,78,85]:
where is the decrease in Mg metal mass (mg), A is the exposed surface area (cm 2 ), and t is the immersion time in days.
The corrosion rate from evolved hydrogen, PH (mm y -1 ), was evaluated using [2,78,85]:
where VH is the volume of hydrogen evolved in mL, A is the surface area (cm 2 ), and t is the immersion time measured in days.
The surface morphology of typical corroded specimens was examined using a JEOL 6060LA
scanning electron microscope (SEM). The specimens were cleaned with ethanol, blow-dried with hot air and mounted on an aluminium stub with conductive carbon tape. Specimens from the pH 6.9 test were examined as they were deemed to be representative. A single specimen was chosen of each alloy and flow condition. The specimens from tank 1 were: HP Mg-1, AZ91-2, ZE41-1. The specimens from tank 2 were: HP Mg-4, AZ91-3, ZE41-4. Despite the use of the CO2 -bicarbonate buffer system, and the feedback controller based on the measured pH, there was some variation of the pH of the solution during each test.
Results
Immersion tests
It had been expected that (i) the solution pH would tend to increase slowly during the corrosion of the Mg alloys because of the low solubility of Mg(OH)2, and (ii) when the pH increased above the set point, as measured by the pH sensor, the controller would trigger a release of carbon dioxide into tank 1, causing a drop in the pH. The magnesium corrosion and the carbon dioxide release would continue in a controlled cycle, so that the pH would be maintained within a narrow band around the desired test pH. Fig. 2 shows that, for the tests with the pH set at 6.5 and 7.0, the pH was indeed maintained in a narrow band close to the desired pH value. In contrast, for the immersion tests with the pH set at 8.0 and 8.5, the solution pH tended to decrease, and the pH was reset to the required value by manual addition of sodium hydroxide, corresponding to the sharp increases in pH value. Table 3 presents the values of the average pH and average temperature for each immersion test. For the immersion tests with set pH values of 6.5 and 7.0, the average pH values were close to the set value. In contrast, the average pH values for the other two immersion tests were somewhat lower than the set pH values. The average temperatures were slightly lower than the desired temperature of 37 °C, but were within 1 °C of the desired temperature. Table 4 presents the mass of each specimen, measured before and after immersion testing, the measured surface area, and the corresponding corrosion rate evaluated from the mass loss,
Mass loss
Pm. The data indicated that the corrosion rates of the three magnesium alloys were in the following decreasing order: ZE41 > HP Mg > AZ91. ZE41 experienced corrosion rates an order of magnitude higher than the other magnesium alloys. HP Mg corroded somewhat more quickly than AZ91, however these corrosion rates were comparable.
Figs. 3, 4 and 5 present the data relating to the corrosion behaviour versus pH. These figures present slightly different data as follows. Fig. 3 presents the average values of the corrosion rate (evaluated from mass loss) for all specimens, from both tanks. Fig. 4 presents the corrosion rates (evaluated from mass loss) separately for specimens immersed in tank 1 and in tank 2. Fig. 5 presents the hydrogen evolution data for ZE41. The average corrosion rates measured for ZE41, HP Mg and AZ91 decreased with increasing pH, in agreement with previous studies on HP Mg [57] . The tank 1 specimens (slow fluid flow) had corrosion rates higher than, or within the experimental error of, the tank 2 specimens (stagnant flow conditions). Table 4 also presents the total volume of hydrogen evolved in each test. In a number of cases, the evolved volume of hydrogen was too small to be measured accurately, and in these cases the volume is listed as nm (measurement not meaningful). Table 4 also presents the corresponding corrosion rate, PH, evaluated using equation (4), and a comparison of the two corrosion rates, Pm and PH. Whenever there was meaningful data, the corrosion rates, PH, for the three alloys showed the following trend: ZE41 > HP Mg > AZ91, in agreement with the mass loss data. values. The hydrogen evolution rate for ZE41 increased initially slowly during the first 50 hours of immersion, after which the evolution rate increased substantially. This can be attributed to an incubation period in which the initial surface films were partially protective and break down, leading to the steady state corrosion indicated by the later linear trend.
Hydrogen evolution
The hydrogen evolution data for HP Mg and AZ91 is not presented in a similar fashion, as no useful information was gained due to the low levels of hydrogen evolved from these alloys. Table 4 allows a comparison for ZE41, between the corrosion rate measured from mass loss, Pm, and the corrosion rate measured from the evolved hydrogen, PH, over the four tested pH values. The ratio PH / Pm was consistently in the range 0.4 to 0.6, and the average ratio was ~ 0.5.
Corrosion Morphology
Figs. 6(a) to (f) present SEM images of typical corroded surfaces for each alloy. 2 were lower than those in tank 1, (see Fig. 4 ).
Figs. 6(a) and 6(d) present the SEM images of the corroded HP Mg specimens. The corrosion was predominantly uniform for both specimens. The specimen immersed in tank 1 had relatively uniform corrosion, with some filiform corrosion. In contrast, the corrosion was deeper for the specimen immersed in tank 2, with some localised corrosion.
Figs. 6(b) and 6(e) present the SEM images of the corroded AZ91 specimens. The corrosion was less uniform than for the HP Mg specimens, with more localised corrosion. There was significantly more localised corrosion on the specimen immersed in tank 2. The degradation on the surface of the AZ91 specimens appeared to be less than that experienced by either HP Mg or ZE41.
Figs. 6(c) and 6(f) present the SEM images of the corroded ZE41 specimens. The corrosion was more significant than for the other two alloys. The corrosion for the specimen immersed in tank 1 was more uniform than that on the specimen immersed in tank 2, which had patches of significant corrosion. Both specimens showed evidence of corrosion associated with a second phase.
Discussion
Solution pH values
As the magnesium specimens corrode, Eq. (1) indicates that magnesium hydroxide (Mg(OH)2) is produced. The low solubility of Mg(OH)2 causes the pH to tend to increase to 10.3 [63] The increased pH also tends to stabilise the surface films on the surface of Mg alloys [79, 80] .
However, it was desired that the pH be maintained at a constant value in the experiments carried out in this research. To counteract the increase in pH due to Mg corrosion, a controlled amount of CO2 was allowed to flow into the solution, to decrease the pH as In the present experiments, the pH control was good for pH set values of 6.5 and 7.0, but was poor for pH set values of 7.5 and 8.5. Particularly for the experiments with a set pH value of 8.5, it was observed that the pH value had drifted to lower values overnight. This was attributed to the slow reaction of CO2 and inadequate mixing. The pH was adjusted by the addition of NaOH. Better pH control would be expected if the Mg corrosion rate had been higher, or with increased stirring of the solution during addition of CO2.
Eq. (2) indicates that the dissolution of CO2 releases hydrogen ions into the solution, lowering the pH. Bicarbonate can dissociate further into carbonate and another hydrogen ion.
However, this reaction is unlikely to occur in the pH range of the current experiments. The dominant species in the dissociation of carbonic acid is dependent on the pH of the solution.
The dominant species in the physiological pH range is bicarbonate [77] . Fig. 2 indicates that the pH deviated from the set value for the experiments with set pH values of 7.5 and 8.5. The CO2 released into tank 1 to lower the pH was quite slow to react with the solution to achieve a uniform concentration throughout both tanks, as the solution was being stirred at a low flow rate. This resulted in a larger than required amount of CO2 being released. Due to the slow reaction rate and inhomogeneous CO2 distribution, by the time the pH sensor had registered the required drop in pH, more than the required volume of CO2 had been released. This caused the pH to continue to fall after the CO2 had stopped flowing, as is clear from the decreases in pH over time depicted in Fig. 2 .
The pH control was better during the lower pH tests as the solution was more effectively buffered at these lower pH values. The bicarbonate and CO2 in the solution formed a buffer system known as the bicarbonate buffer system. This is the same buffer system present in the human respiratory system. The pH of a buffer solution can be determined using the Henderson-Hasselbalch equation [81] .
The acid dissociation constant, Ka, is a measure of how much an acid dissociates when 
The pKa value for carbonic acid is temperature dependant, and is 6.30 at 37 °C [82] . This is substituted into Eq. (6) to give the Henderson-Hasselbalch equation for the bicarbonate buffer system:
This is the buffering equation of the bicarbonate buffer system at 37 °C. The pKa value for carbonic acid at 37 °C is 6.30, which is mildly acidic. This means that the buffer is most effective around this value. This is believed to have contributed to the deviations in pH for the higher pH tests.
The pH 6.5 and 7.0 tests were within the effective range of the buffer system, and this kept the pH relatively stable. The pH 7.5 and 8.5 tests were outside the effective range of the buffer, and as such were more prone to the shifts in pH caused by the excessive addition of CO2. Despite the deviations in pH in the latter two tests, the data are nevertheless useful, as the average pH values spanned a good range. solution, the film composition is somewhat different, and is less protective. The active buffer is CO2 interacting with the bicarbonate ions. In both cases, the corrosion occurs preferentially at breaks in the surface film. The decrease in Mg corrosion rate with increasing pH is attributed to the film becoming more protective as the solution pH increases. The film formed on the surface of AZ91 has been shown to be several times thicker in a solution of pH 12.0 than in air, and the thickness of the film increased with pH [83] . A similar phenomenon is expected to occur for HP Mg and ZE41. A more stable surface layer on the surface would be expected to better protect the surface from corrosion, thereby decreasing corrosion rate.
Influence of pH on the corrosion rate
The increased stability of the surface layer is partly due to the common ion effect. The solubility of the magnesium corrosion product magnesium hydroxide is influenced by the concentration of magnesium and hydroxide ions in the solution. The higher concentrations of hydroxide ions at higher pH values means that magnesium hydroxide precipitates at a lower Mg 2+ concentration, allowing creation of a more stable layer on the surface. Fig. 4 indicates that the specimens suspended freely in tank 1 and exposed to a slowly flowing solution had corrosion rates, Pm, somewhat higher than (or equal to) those of the specimens exposed to stagnant solutions suspended beneath the hydrogen capture funnels in tank 2. This difference in corrosion rates was small, but was statistically significant, though
Influence of solution flow on the corrosion rate
was not present in all tests. The difference is attributed to the differences in flow conditions:
slowly flowing solution compared with stagnant conditions. This attribution is supported by the work of Hiromoto et al. [35] who found that fluid flow prevented corrosion products from accumulating on specimen surfaces. Reducing the amount of surface corrosion product is expected to increase the corrosion rate.
Wang et al. [39] conducted a study varying flow conditions across Mg alloy plates and stents, in order to determine the influence of flow induced shear stress (FISS) on the corrosion rate of the samples. Increased flow created increased the FISS, and increased the corrosion rate [39] , which is consistent with the current study. However, in contrast to the current study, Wang et al. [39] found increasing tendency for pitting and erosion corrosion for the faster flow. This difference is attributed to the small difference between the flow conditions in the current study. The flow rate of the pump was set to be low, and the differences in corrosion rates were small. It is believed that the removal of the corrosion product was the dominant influence on the corrosion rate, as the small difference in FISS between the samples would have likely been much smaller than that measured in the study of Wang et al. [39] . While the mechanics underpinning the influence of flow on corrosion of Mg alloys are still being understood, these studies do identify that flow increases the corrosion rate for Mg alloys. This is consistent with the know influences of flow increasing corrosion in other corroding systems [84] .
Comparison of the corrosion rates PH and Pm
The presentation of the data in section 3.3 indicated that Table 4 allows a comparison to be made for ZE41 between the corrosion rates measured by mass loss, Pm, and from the evolved hydrogen, PH. PH was less than Pm, and the ratio PH / Pm was in the range 0.4 to 0.6. This ratio is consistent with literature, in that PH (in SBF with physiological pH and temperature values), was linearly related to Pm, but was consistently lower [2-4, 37, 50] . This is in comparison with NaCl solutions saturated with Mg(OH)2 where there is good agreement between PH and Pm, except at low corrosion rates [37, 59] . Fig. 7 presents this relationship between PH and Pm for Mg alloys immersed in SBF at physiological pH and temperature, over a range of studies. This figure is adapted from the figure presented by Taltavull et al. [50] , where the data from Taltavull et al. [50] (stars), Kirkland et al. [37] (triangles), and
Zainal Abidin et al. [2, 4] (circles, squares) were collated and compared. The ZE41 data from this study (diamonds) was added. The average ratio of ~ 0.5 was plotted as a solid trend line, the theoretical 1:1 ratio was plotted as a dashed line. Fig. 7 indicates that the data of the current study were in good agreement with previous studies when a comparison between PH
and Pm was possible.
The difference between PH and Pm in SBF with physiological pH values, is attributed to the dissolution of some hydrogen in the Mg sample, and that this dissolution is easier in the SBF because of a less protective surface film that also provides less impedance to hydrogen entry into the Mg specimen [2, 50, 86] .
Corrosion Morphology
The samples in tank 1 (freely suspended with slow fluid flow) were more uniformly corroded than those in tank 2 (suspended in stagnant flow conditions under the hydrogen burette) for all three alloys. These results indicate that fluid flow influenced the corrosion rate and surface morphology. A lack of fluid flow across the metal surface can lead to a build-up of corrosion product, which decreased the corrosion rate. This build-up of corrosion product may be uneven, and may cause corrosion to form locally, via a crevice corrosion mechanism, and prevent uniform surface attack [35] . Indeed Shi and Atrens [85] identified crevice corrosion for HP Mg.
Although the influence of fluid flow was small on the corrosion rate and corrosion morphology, nevertheless, it is an important effect because medical applications involve the implant in the proximity of blood flow. For this reason, dynamic immersion tests are suggested [39, 60] .
Influence of Mg alloy composition and microstructure
Figs. 3 and 4 and indicate that the average corrosion rates of the three magnesium alloys were in the following decreasing order: ZE41 > HP Mg > AZ91. ZE41 experienced average corrosion rates an order of magnitude higher than the other magnesium alloys. HP Mg and AZ91 had more comparable average corrosion rates, but HP Mg corroded consistently more quickly.
There are two main factors that control the corrosion of Mg alloys: (i) surface films and (2) second phases. In chloride solutions [59, 61] the corrosion rate of Mg alloys is greater than that of high-purity Mg because of the micro-galvanic acceleration of the corrosion rate by the second phases. Liu et al. [87] showed that in Mg-Y alloys, the corrosion rate in a chloride The much faster corrosion rates of ZE41 are attributed to the two-phase microstructure and to the relatively poorly protective surface films.
The fact that AZ91 had corrosion rates consistently lower than those of HP Mg is attributed to more protective surface films on the surface of AZ91 (due to the Al content). Moreover, the influence of these films was more important than the influence of the two-phase microstructure of the AZ91.
Conclusions
1. The corrosion rates of HP Mg, AZ91 and ZE41 decreased with increasing pH.
2. The corrosion rates of the three magnesium alloys were in the following decreasing order: ZE41 > HP Mg > AZ91. ZE41 experienced corrosion rates an order of magnitude higher than the other magnesium alloys. HP Mg and AZ91 had more comparable corrosion rates, but HP Mg corroded consistently more quickly.
3. A slow fluid flow caused a slightly higher corrosion rate, and a more uniform corrosion morphology for all the Mg alloys.
4. For ZE41 the ratio PH / Pm was ~ 0.5, where PH is the corrosion rate measured from the evolved hydrogen, and Pm is the corrosion rate measured from mass loss. 
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